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Artificial Iris Floating Suture Technique
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Peter Szurman
Zig Zag suture
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VA – 3.25/125 = 0.63
VA CL = 1.0
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VA -1.0 = 0.32
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Aphakia, traumatic aniridia
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VA -1.0 -1.0/65 = 1.0 
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Congenital Aniridia
VA = 0.2
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1 week after surgery
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1 week post op
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• There should not be any 
contact of the AI to the ocular 
tissue

21-May-19 RIO 2019 Cairo



21-May-19

17

Thank You
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